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A B S T R A C T
We demonstrate a dual sensor concept for lab-on-a-chip in-liquid sensing through integration of surface acoustic
wave resonance (SAR) sensing with electrochemical impedance spectroscopy (EIS) in a single device. In this
concept, the EIS is integrated within the building blocks of the SAR sensor, but features a separate electrical port.
The two-port sensor was designed, fabricated, and embedded in a soft polymer microfluidic delivery system, and
subsequently characterized. The SAR-EIS tandem sensor features low cross-talk between SAR and EIS ports, thus
promoting non-interfering gravimetric and impedimetric measurements. The EIS was characterized by means of
the modified Randle's cell lumped element model. Four sensitive parameters could be established from the
tandem sensor readout, and subsequently employed in a proof of principle study of liposome layers and their
interaction with Ca2+ ions, leading to transformation into molecular film structures. The associated shift of the
sensing quantities is analysed and discussed. The combination of impedimetric and gravimetric sensing quan-
tities provides a unique and detailed description of physicochemical surface phenomena as compared to a single
mode sensing routine.
1. Introduction
The integration of in-liquid sensing units in lab-on-a-chip devices is
among the key challenges on the road to micro total analysis systems
(μTAS) [1]. The combination of various independent sensor principles
on the same chip is particularly attractive, but also especially difficult
to implement [2]. Lowered fabrication costs, orthogonal and multi-
analyte sensing capability, and reduced time of analysis are competing
with increased design requirements, interfacing challenges, and addi-
tional materials compatibility considerations. Therefore, the combina-
tion of two or more complementary sensing principles in a single
physical sub-unit is very attractive, as it facilitates interfacing with the
fluidic framework, and reduces the required design efforts.
A variety of different individual sensors capable of gas detection, or
chemical and biochemical analysis in a liquid environment have been
reported in the past, driven by demands by industrial technology
manufactures for small inexpensive high-performance sensors [3].
Commonly, these devices are based upon the measurement of re-
sonance frequency shifts in piezoelectric materials, which are related to
mass changes at the sensing interface (gravimetric analysis using
acoustic wave technology [4–6]), or upon monitoring changes in the
electrical impedance response of a system (electrochemical transduc-
tion techniques [7]). Intrinsically label-free, the gravimetric and im-
pedimetric sensors require in many cases fewer or no sample prepara-
tion steps, compared to sensors that involve light absorption or
emission, where the attachment of an optical label is often necessary.
The introduction of acoustic wave technology into lab-on-a-chip
platforms was an important milestone on the road to micro total ana-
lysis systems, providing not only mass sensing capability and direct
electronic readout [8], but also additional sample preparation func-
tions, such as fast fluidic actuation, contact-free particle manipulation
and sorting [9]. Moreover, the electrode interfaces of acoustic wave
sensors provided opportunities for the simultaneous evaluation of
analyte-related electrochemical processes in conjunction with their
gravimetric determination. Specifically, electrochemical impedance
spectroscopy was implemented along with acoustic wave sensing in
combination devices, e.g., integrated with a miniaturized polymeric
analyte delivery system for assessing water toxicity [10], studies of
molecular lipid films [11], and some other applications [12–16]. In
such studies, integrated sensors that detect mass changes and
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viscoelastic properties, and provide a response related to the dielectric
properties of the analyte at the sensor interface, can provide com-
plementary information about both mechanical and electrical char-
acteristics of the chemical or biochemical system under investigation.
Simultaneous, complementary measurements are a reliable way to es-
tablish the reproducibility of individual sensor data, but can as well
reveal additional information of system features and behaviour
[10,11,13]. For instance, Briand et al. have performed EIS experiments
to study the interaction of the supported lipid bilayer (SLB) with the
pore-forming toxin gramicidin D (grD), where no significant change in
QCM-D response was observed upon addition of low grD concentra-
tions, due to the small molecular weight of the peptide. However, the
change of electrical properties of the SLB upon insertion of active ion
channels owed to the presence of grD molecules inside the bilayer was
confirmed by the EIS response obtained. For higher concentrations, the
QCM-D data showed dramatic changes in the viscoelastic properties of
the membrane while the EIS spectra did not change [11]. Moreover, the
penetration depth of the fringing electric fields above the planar in-
terdigital electrodes reaches far beyond the acoustic penetration depth,
as it is proportional to the spacing between the center lines of the
electrode fingers [17]. This opens new possibilities for bioanalytical
studies on cells and pathogenic microorganisms, where the biomem-
brane at the cell-surface interface, and the integrity of the bulk struc-
ture can be simultaneously monitored. Examples for either technique
applied individually have been reported earlier [18,19]. A combination
of pathogen detection and drug response determination could, for ex-
ample, be an application of the tandem sensor.
Impedance spectroscopy (IS) integration with acoustic wave sensing
has been earlier successfully demonstrated with the quartz crystal mi-
crobalance (QCM) platform [10,11]. These implementations feature an
additional reference electrode, which occupies additional space as it is
not functional part of the QCM itself. Furthermore, the comparatively
large physical size of the conventional QCM sensor limits miniaturiza-
tion and sensitive measurements on small surface areas, as well as
parallelisation and integration with microfluidic sample platforms.
High frequency alternatives to QCM have also been developed,
which allow for sensor area reduction and parallelisation. Significant
efforts in the field of microfluidics-integrated sensing technology were
focused on thin-film electroacoustic technology (often referred to as
piezo-MEMS). Microsystems based on this approach have a particularly
strong potential for commercialization, due to fabrication technologies
established by the radio frequency (RF) filter industry. Thickness-ex-
cited quasi-shear film bulk acoustic resonators (shear-FBARs) [20,21]
have shown the strongest potential so far, since they have reached the
stage of commercial sensing array prototypes [22,23]. Thin-film S0-
Lamb waves and their equivalent extensional plate modes are also
promising [24,25]. However, these approaches are limited by practical
considerations concerning fabrication process uniformity, device fra-
gility and strong local pressure sensitivity. The latter two being inherent
for all thin-film membrane devices.
Alternatively, shear surface transverse acoustic waves (SH-SAW)
[26] have been explored as a high-frequency alternative to QCM. The
high frequency of operation is associated with smaller sensor dimen-
sions, because the acoustic wavelength scales inversely proportional
with the operation frequency. Typically, SAW sensor implementations
rely on delay-line configurations where the SAW propagates through a
comparatively long distance between input and output transducers
(two-port configuration) to accumulate sufficient time delay and phase
shift. Thus, the frequency scaling effects are to a large extent com-
pensated. As a result, SAW delay line sensors are relatively large and
characterized by strong transmission loss when operated in-liquid, so
that additional signal processing is often required to remove inter-
ferences. These limitations can be overcome by utilizing a two-port
SAW resonator with smaller distance between the transducers and a set
of reflectors on each end [27–29]. However, the SAW transducers in
this configuration remain susceptible to liquid conductivity and can
become short-circuited. To protect the transducers from the liquid en-
vironment, and to confine the analyte in the sensing area, SH-SAW
sensors were integrated with PDMS microchannel system at the expense
increased damping losses [30]. Alternatively, sensing of biomolecules
was reported in a dry state after removal of the liquid from the sensor,
employing Rayleigh SAW two-port resonators. This eliminates the in-
terdigital transducer (IDT) interaction with conductive liquids [31].
Moreover, the two-port configuration is somewhat problematic when
parallelization needs to be considered. For that reason, one-port SAW
sensor configurations have been developed as a high frequency and
small form-factor alternative to the QCM [32].
We have recently introduced a microfluidics-integrated high fre-
quency sensor concept, combining the advantages of the 1-port mea-
surement setup with wafer-scale, commercially viable fabrication pro-
cesses and materials. This concept of separate driving and sensing units
was for the first time implemented in SAW sensor technology [33,34].
Our device utilizes the reflective gratings of a one-port SAW resonator
as mass loading-sensing elements, with the SAW IDT being protected
from the measurement environment and acting only as a read-out ele-
ment. The optimum sensor performance has been derived from a trade-
off between the ability of the IDT to probe the sensing blocks and their
sensitivity determined by the amount of energy confinement [35]. This
configuration achieves low susceptibility to damping with good control
over device impedance, reduces the complexity of the readout elec-
tronics, and facilitates the integration in sensor arrays. The new surface
acoustic resonance (SAR) sensor can detect mass and viscous loadings
in liquid at a level comparable and better to the state-of-art high fre-
quency gravimetric sensors, while also demonstrating lower damping
from viscous loading. Our concept provided significant practical ad-
vantages for typical sensor integration and deployment, such as the
ability to sense in conductive and highly viscous media.
In the current work we demonstrate the integration of both the SAW
gravimetric and electrochemical impedance spectroscopy (EIS) sensing
concepts in a single device with microfluidic support. Unlike other
functional combinations, here the EIS is integrated within one of the
SAW sensor building blocks with a separate EIS interface port. We gain
the ability to simultaneously record impedimetric and gravimetric data
for chemical and biochemical analytes, while enabling high sensor
parallelisation. The envisaged utility of this sensing combination can be
considered in two aspects. On one hand, impedimetric data would allow
for precise calibration of the experiments, while on the other hand can
be used complementary to the gravimetric data to improve the sensing
specificity and gain additional information about dielectric properties
of the analyte deposits on the surface. The tandem of impedimetric and
gravimetric patterns can represent a unique signature for a given ana-
lytical system.
The demonstrated integration relies on the one-port SAR sensor
design specifically employing the SAW reflector gratings as sensing
elements, spatially separated from the IDT read-out. Thus, the SAW
reflective gratings, which usually are electrically short-circuited, can be
reconfigured into an interdigitated electrode (IDE) capacitive config-
uration, galvanically isolated from the SAW transducer. In addition to
the galvanic isolation, SAW and impedimetric measurements are per-
formed within noninterfering frequency bands leading to significantly
suppressed measurement crosstalk. Impedance spectroscopy is per-
formed at frequencies below 1MHz, while SAW resonance is monitored
at about 185MHz. It is also noted that in impedance spectroscopy in-
tegration with QCM, the sensing system employs relatively close (i.e.
eventually interfering) frequency bands as the QCM is usually operating
in the 5MHz–10MHz frequency range.
The integrated SAR-impedance spectroscopy dual-sensing device
was tested in an aqueous environment in the presence of lipid reservoir
deposits on the sensor surface, which was further subjected to inter-
action with Ca2+ ions. When lipid vesicles attach and spread on the
sensor surface, the acoustic wave detects changes in mass and viscoe-
lasticity by detecting shifts in resonant frequency and the magnitude of
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the conductance peak of the SAR sensor. The integrated EIS provides
information about the electrical properties of the lipid membrane, such
as its dielectric permittivity and dielectric loss (resistivity).
Lipid membranes are specifically chosen as a versatile model system
for mimicking the plasma membranes of biological cells. They are uti-
lized for membrane protein investigations, studies of cell adhesion,
membrane fusion and interaction with various molecules [36,37]. We
consider these nanometre-thick membranes particularly suitable for
practically evaluating sensor performance, as they provided small mass
loadings and electrical perturbations, ease of deposition on a solid
support, and a rich feature set of electrical and mechanical properties
that strongly depend on the composition and the chemical environ-
ment.
2. Sensor design and measurement configuration
2.1. Design
The principles of operation and the fabrication technology of the
one-port SH-SAW resonant sensor have been thoroughly discussed in
previous work [34,35]. Here we describe the sensor structure in brief,
and emphasize its integration with impedance spectroscopy (IS).
Fig. 1 shows a PDMS mould containing the microfluidic circuits to
be interfaced with the reflector gratings, and an air cavity to be posi-
tioned above the IDT. It is separately fabricated and bonded onto the
die containing the planar one-port sensor structure. In the original
design, the electrically short-circuited reflective gratings are used as
sensing elements, with the microfluidic structures placed on top, while
the wideband IDT is protected from the measurement environment by
an air cavity. The resonant frequency shifts are determined primarily by
the mass load deposited over the reflector grating, which perturbates
the propagation properties (phase velocity and reflectivity) of the
acoustic wave travelling under it. We use Y-cut LiNbO3 as piezoelectric
substrate. This material is known for its high electromechanical cou-
pling coefficient of about 25% for Leaky SAW (LSAW) that propagates
with bulk radiation losses along the crystal X axis [38]. The “leaky”
nature of the wave is suppressed by means of an Au periodic strip
grating that slows down the wave, converting it to a surface-guided SH-
SAW while efficiently reflecting it back to the resonator [39]. Alter-
natively, the recently introduced hetero-acoustic layer substrates em-
ploying LiTaO3 layer on Quartz can be employed, since they offer
reasonably high electromechanical coupling and temperature stability
[40].
The integration of the one-port SAW sensor with impedance spec-
troscopy is embodied through changes in the electrical connections of
the strips in one or both of the SAW reflector gratings. In this new
configuration one of the grating busbars remains a common ground to
the IDT, while the other becomes an EIS signal pad. The grating strips
are now connected as interdigitated electrodes. Forming a regular IDE
with periodicity of the polarity resembling that of the IDT (2 strips per
λ, where λ is the SAW wavelength at resonance) should be avoided,
since such structure will receive the propagating SH-SAWs electrically,
and causes re-excitation of SAWs because of electrical impedance
mismatch at the IDE ports. That will ultimately perturb the SAW sen-
sitivity due to externally induced wave interference effects. Instead, the
IDE should be interdigitated in split electrode configuration [41], with
the frequency of SAW excitation being different from the SAW re-
sonance frequency. Thus, effects of SAW re-excitation and SAW related
charge accumulation are readily avoided at the cost of reduced static
capacitance of the structure.
Here we propose a trade-off IDE design with retained capacitance,
employing a split configuration of 3 electrodes per λ in the first 10λ
next to the IDT, while the rest is in regular IDE configuration with 2
strips per λ. In such a configuration the SAW energy is strongly con-
fined near the IDT, while attenuating along the reflectors. This at-
tenuation is further boosted by the damping effects in the presence of
liquid in the microfluidic containers. Accordingly, SAW regeneration is
not likely to appear in the regular IDE part. It is noted that SAW re-
generation is associated with the formation of charges on the strips that
are in synchronicity with the SAW at resonance. Thus, the split-elec-
trode section of the IDE can ensure cancelling of the SAW induced
charge, and provide sufficient isolation between the EIS and the IDT
ports. Furthermore, the IDE structure was reduced to only one of the
reflector gratings, while the other remained electrically grounded. The
latter was needed in view of ensuring easy contacting to the SAW and
EIS ports.
In Fig. 2, a sketch view of the implemented design is shown along
with image of the SAW-EIS sensing chip as fabricated. The contact pads
are fabricated long enough to be able to be contacted outside the PDMS
microfluidic device. We currently develop a much more robust test
fixture enabling chip size reduction and automated measurements,
which employs spring-loaded contacts applied directly through the
PDMS mould to the SAW and EIS ports, thus avoiding the use of long
contact pads which introduce some parasitic resistance and capacitive
crosstalk between the ports.
The integrated SAR-EIS sensor occupies a very small area in the
range of 2mm2 (Fig. 2b), while the microfluidic inlets and assembly
procedures require chip dimensions in the range of 1 cm2. Accordingly,
a minimal integration of about 5 SAR-EIS sensors within the same mi-
crofluidic chip with additional inlets is feasible, enabling the design of
sensor array systems within an area comparable to the space occupied
by a single QCM sensor. Parallelisation of sensors makes simultaneous
measurement of several analytes in the same sample possible, or par-
allel measurements of the same analyte for improved reliability.
Details of the fabricated SAW-EIS sensor are shown in Fig. 3.
2.1.1. Device fabrication
A detailed description of the fabrication process has been provided
in earlier publications [34]. Briefly, the metallization on top of a Y-cut
LiNbO3 substrate consists of a 25 nm Ti adhesion layer, a 260 nm Au
functional layer, and a 15 nm Ti cap layer. A 100 nm thick SiO2 passi-
vation layer is deposited on top of the device to protect the electrodes
from corrosion, and to increase bonding strength with the PDMS mi-
crofluidic delivery system. In view of the EIS performance, the addi-
tional coating with a dielectric film such as SiO2 is also known to fur-
ther suppress the Faradaic response of the system [42]. Both the IDT
and the reflectors are formed by a periodic grating array with 10 μm
pitch (p0), and a strip width of about p0/2. The entire stack is 300 nm
thick, and the device aperture is W=40p0. The IDT consists of 7 pairs
of electrodes for wideband operation with a wavelength at synchronism
λ=2p0=20 μm. The number of strips in each reflector is 69, of which
49 overlap with a microfluidic container. A variation of grating re-
flectivity is introduced by means of narrowing the local mark-to-pitch
Fig. 1. 3D-rendered image of the SAW sensor. The sensor utilizes a Y-cut
LiNbO3 substrate with Au strip gratings, which form the IDT and reflectors in a
resonant topology. A PDMS microfluidic analyte delivery system is bonded on
top of a one-port SAW resonator.
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ratio of each reflector near the IDT in order to confine a larger amount
of SAW energy in the microfluidic containers, and thus to enhance the
device gravimetric sensitivity. We referred to this design enhancement
as lateral energy confinement [35].
The 1 cm thick polydimethylsiloxane (PDMS) microfluidic analyte
and solution delivery system (channel width × height: 50 μm×50 μm)
was fabricated using standard soft lithography [43,44], and O2-plasma-
bonded onto the surface of the one-port SAW resonator.
2.1.2. Measurements
The crosstalk between the sensing ports was initially tested by
measuring the transmission insertion loss between the two ports. The
S21 measurement was performed by means of a vector network analyser
(VNA) in the frequency range 300 kHz–200MHz, limited by the lowest
frequency of the VNA (Planar 304/1, Copper Mountain Technologies,
USA). The transmission loss between the IDT and the EIS port measured
near 185MHz (the SAW resonance frequency) was found to be as low as
−60 dB, while in the range from 300 kHz to 1MHz it was varying from
−120 dB to −90 dB. This crosstalk is purely capacitive and is in-
troduced by the contact pads. An improvement through optimized in-
terfacing can be anticipated. It is further noted that the EIS operates at a
frequency where acoustic waves are not excited, thus both functional-
ities, i.e. acoustic sensing and EIS sensing, can be operated in-
dependently. Our initial tests of the sensor ports in liquid environment
have shown practically no mutual interference and influence on the
measurement data. The noise of the resonance frequency measurement
was below 0.5 ppm, which establishes the limit of acoustics frequency
detection. This noise number is typical for the VNA-supported mea-
surements of the SAW resonance frequency [35].
Fig. 4 shows the measurement setup. The sensor is mounted on a
temperature control stage with 0.1 K temperature stability [35]. It al-
lows for simultaneous measurement of the SAW and the EIS response.
For that purpose, the IDT is probed by a VNA with a set of measurement
probes (Picoprobe, Model 40A, GGB Industries Inc., USA). The re-
sonance frequency and magnitude of the conductance peak are de-
termined from the device conductance obtained from the measured S11
parameter. The EIS port is connected to a potentiostat (SP-300 with
Ultra Low Current adapter by Bio-Logic Science Instruments, France).
The impedance spectra of the sensor were obtained by applying a
7.07mV RMS AC voltage in the frequency range from 1Hz to 1MHz.
Each data point was averaged 10 times.
3. Impedance spectroscopy fundamentals and equivalent circuit
model
Impedimetric measurement data need to be quantified through a
lumped element model to obtain characteristic quantities. Suitable
equivalent models with a good fit to real measurements were previously
proposed[45–49].
Fig. 5 shows a schematic representation of the IDE structure in
contact with the solution and the deposited (lipid) film, and its sim-
plified electrical equivalent circuit model (ECM) giving the best fit. RSol
represents the intrinsic buffer solution resistance, superimposed upon
Fig. 2. a) Sketch view of the implemented
design (WE stands for work electrode, CE
for counter electrode, GND is a ground) and
b) photograph of the SAR/EIS tandem
sensor integrated with microfluidic device.
The sensor contact pads (left and right
sides) are appropriately sized for interfacing
with contact measurement probes.
Fig. 3. Optical microscopy image (top view) of the assembled microfluidic SAR/EIS tandem sensor.
Fig. 4. Photograph of the measurement setup used for the sensor character-
isation. The sensor chip is placed under the microscope on a temperature-
controlled stage in a holder that hosts the necessary EIS wiring and spring-
loaded contacts. On the left side, the chip is contacted with a VNA probe for
SAR response detection.
K. Kustanovich, et al. Sensing and Bio-Sensing Research 25 (2019) 100291
4
the parasitic resistance of the IDE structure itself. The latter is the only
contribution when measuring in air (RGeo), RLeak is determined by the
leakage current passing through the electrode interface with the analyte
and the biochemical deposits, and CGeo is a geometric (stray) capaci-
tance between two electrodes through the medium (including the
LiNbO3 substrate, the liquid dielectric permittivity and the thin SiO2
coating, as well as any parasitic capacitances in parallel emanating
from the connection of the IDEs to the potentiostat). The capacitance of
the lipid layer CLipids is in series with the double layer capacitance CDl
formed between the IDEs and the analyte. In reality, the double-layer
capacitor often deviates from an ideal capacitor due to roughness,
porosity and inhomogeneities on the IDE surfaces. For that reason, an
empirically modelled constant phase impedance element (CPE) is used
instead of an ideal capacitor to represent CDl. In our system, the pre-
sence of a sputtered (porous) SiO2 thin film over the Au IDEs justifies
the use of CPE in the model. The electrical double layer capacitance
mainly depends on the ion type and concentration, while changes in
CPEDl are also attributed to the formation of an additional deposited
layer on the electrode surface, which in our case is a lipid layer. In air
this equivalent circuit is simplified, featuring only the upper branch of
capacitance and parasitic resistance in parallel. When the lipids are not
present on the sensing surface, the CPE-complementary CLipids is also
omitted from the in-liquid model.
In practical EIS sensing experiments the sensitivity is considered
with regard to the change of the lumped elements. Most sensitive ele-
ments are identified and selected as sensing quantities. Although the
lumped elements have physical meaning, their behaviour is typically
not independently determined because of the inherent complexity of
the sample composition. Often CPEDl and RLeak components are good
identifiers of interface phenomena resulting from biochemical reac-
tions, while CGeo and RSol provide information for the bulk environment.
3.1. EIS-SAR sensor characterisation
3.1.1. In air and DI water
The baseline performance of the EIS-SAR sensor was initially as-
sessed through measurements in air and deionized water (DIW). The
high frequency response is characterized with a well-defined high
quality-factor resonance at about 185MHz, even when the device is
immersed in DIW Fig. 6.
Upon exposure to DIW, a strong response of the SAW resonance
frequency of about −2000 ppm and the magnitude of conductance
peak of about −32% are observed, which is in agreement with our
previous measurements [34]. Impedimetric measurements in air and
DIW reveal the distinct performances of the IDE in both environments.
As seen from the Nyquist plot in Fig. 7a, the IDE performance in air is
well represented by the semi-circle determined by the stray capacitance
CGeo=19.3 pF, and the parasitic resistance of about 1.7 GΩ. At fre-
quencies below 10Hz the measurement instability is dominating, which
is a known issue in EIS at very high impedances, since very small
currents are being measured. Upon contact with DIW the constant
phase element becomes evident in the Nyquist plot (Fig. 7b) through
the constant slope of the curve, especially in the frequency range below
1 kHz. In the frequency range from 1 kHz to 1MHz a semicircle can be
seen, the diameter of which depends on the conductance of the media
and the stray capacitance CGeo in parallel. At frequencies below 1 kHz
the impedance is dominated by CPEDl, which is caused by the electrical
double-layer at the IDE/DIW interface.
Considering the noise-related signal instability at frequencies below
10Hz, the impedance curve recorded at 10–100Hz appears to be ap-
propriate for monitoring the change of CPEDl. At higher frequencies up
to 1MHz, the dielectric behaviour (i.e. CGeo) of the solution dominates
the signal.
The IDE capacitance shifted to CGeo=65.4 pF, which accounts well
for the twice larger dielectric permittivity of DIW as compared to
LiNbO3. RSol has shifted down to 0.9 GΩ due to the finite resistivity of
the DIW. The appearance of double-layer is manifested by the
CPEDl=1.2 nF/(sn cm2) and interface leakage current determined by
the RLeak=47 MΩ. Although the EIS response is dominated by the
latter, in the higher frequency range the stray capacitance becomes a
current flow path concurrent to the DIW/IDE interface.
The integrated EIS-SAR sensor clearly demonstrates physically
meaningful responses, being able to provide complementary data for
the acoustic and electric properties at the sensor surface. Furthermore,
the dominating role of the CPE in the impedimetric spectra suggests
enhanced EIS sensitivity towards physicochemical processes at the
sensing surface.
Fig. 5. The IDE equivalent circuit a) sketch view b) Modified Randle's cell model.
Fig. 6. Close-in resonance conductance of the fabricated EIS-SAR sensor. The
black curve represents the measurement in air-filled, and the red curve in
water-filled microfluidic containers. (For interpretation of the references to
colour in this figure legend, the reader is referred to the web version of this
article.)
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4. Sensing of lipid deposition
Initially, DIW was replaced with HEPES buffer needed for the sub-
sequent lipid deposition. As seen from Table 1, this is accompanied by
an additional SAW resonance frequency shift of about −118 ppm,
along with a 2.1% decrease of the conductance peak magnitude. The
impedimetric measurement shows an overall decrease of impedance as
seen on the Bode plot in Fig. 8. The decrease is seen both in lower and
higher frequency regions suggesting changes both near the IDE surface
and in the liquid volume. This observation is further quantified in
Table 1, where CPEDl increases 30% from 1.2 nF/(sn cm2) to 1.6 nF/(sn
cm2).
The lipid membrane was formed in the first step by exposing the
SiO2-coated surface to a multilamellar lipid vesicle (MLV) suspension in
HEPES buffer [50]. A detailed description of MLV suspension pre-
paration routines can be found in the materials and methods section
below. The SAW resonance (see Table 1) underwent a strong downshift
of −86 ppm due to the viscoelastic mass loading at the surface, while
the magnitude of peak conductance decreased by 2.3%, caused by
acoustic wave damping in the lipid layer. The values were recorded
after 10min, when we observed saturation of the signal and flushed
away the excess MLVs. Regarding the EIS response, the deposition of
lipid bilayer on the sensor surface adds a new charged layer as a leaky
capacitor in series with the double layer, but is also causing improved
conduction through the double layer, i.e., a change in the fundamental
double-layer properties. These effects are clearly manifested below
1 kHz, where the impedance is lower as compared to HEPES. For fre-
quencies above 1 kHz, the changes are insignificant since the response
there is dominated by the electrical properties of HEPES. These ob-
servations are further confirmed by extracting the elements of the ECM
through a fitting process (see Table 1). Furthermore, we observed an
increase of CPEDl by 45%, and the reduction of RLeak by 31%. A com-
plementary capacitance CLipids=3.2 nF was extracted from the fit. To-
gether, the SAW and EIS quantities suggest that a layer with distinct
viscoelastic properties, and leaky capacitance behaviour has been
formed on the sensing surface.
Upon addition of Ca2+ ions, a strong upshift of both the SAW
resonance frequency and magnitude of peak conductance by about
+19 ppm and +2.1%, respectively, was determined. This shift brought
the response to levels of the magnitude of peak conductance very close
to the HEPES level, while the resonant frequency remained closer to the
lipid levels. The measurement was performed after the transformation
was complete, which was confirmed by the stabilized sensor response.
This response to Ca2+-induced lipid spreading is in good agreement
with previously published data [35]. A relatively strong upshift of the
magnitude of the peak conductance in the range between 2%–3%, and
an upshift in the frequency around +20 ppm were observed.
In our previous work [35] we provided an explanation of this be-
haviour in relation to the improved rigidity upon Ca2+-induced for-
mation of surface-supported molecular lipid films followed by
Fig. 7. Nyquist plot of the EIS response for data obtained experimentally and their fit, along with extracted values for each equivalent circuit model component,
shown for a) air and b) DIW.
Table 1
Extracted EIS-SAW sensing quantities: SAW resonance frequency shifts [Δf], SAW conductance peak magnitude shifts [ΔG], EIS stray capacitance CGeo, EIS interface
leak resistor RLeak, EIS double layer constant phase element CPEDl.
Parameter: Δf [ppm] ΔG [%] CGeo [pF] RLeak [MΩ] CPEDl [nF/(sn cm2)]
DIW to HEPES −118 −2.1% 65.4 47–4.2 (−91%) 1.2–1.6 (+30%)
HEPES to lipids −86 −2.3% 65.8 4.2–2.9 (−31%) 1.6–2.9 (+45%)
Addition of Ca2+ +19 +2.1% 65.7 2.9–3.3 (+14%) 2.9–1.8 (−38%)
Fig. 8. Bode plot of impedance spectra for different analytes. An inset in the
bottom left corner is a zoomed-in region of 10 Hz–100Hz response from the
same plot. The slightly increased signal at 50 Hz is an artefact originating from
the 220 V/50Hz power grid, it appears in all recordings in our setup.
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rupturing, and the occurrence of nano-tubular protrusions floating in
the aqueous media [51–53]. For reference, we have captured this be-
haviour by laser scanning confocal microscopy, both on the sensor
surface (Fig. 9a), and on a SiO2-coated glass surface (Fig. 9 b–e). In
Fig. 9a, a mixed film of lipid layer (lower intensity dark green) and
sparse MLVs (the lighter-larger objects having a size of about 10 μm and
larger) are seen attached to the SiO2-coated sensor surface. In a separate
experiment an MLV (Fig. 9b) on SiO2-coated transparent glass substrate,
allowing for close-proximity observations, was subjected to Ca2+ in-
teraction. Calcium ions at concentrations> 0.8mM initiate tension-
driven surface wetting (Marangoni flow) by the lipid deposit, where the
lipid layer spreads in a circular fashion as a rolling double bilayer from
the MLV, gradually consuming the MLV (Fig. 9c) [54]. Excess MLVs are
flushed away in a subsequent washing step (Fig. 9d), leaving behind a
continuous lipid film on the surface. The membranes originating from
different spreading patches merge in this process (Fig. 9e). Ca2+ ions
continuously pin the lipid layer to the surface, forming a rigidified
solid-supported layer. When the lipid reservoirs are depleted, the con-
tinuous adhesion to the surface promoted by Ca2+ pinning causes a
significant increase in lipid membrane tension, eventually resulting in
rupturing. The lipid material released by the rupture process is trans-
ferred onto the proximal bilayer [50,52].
Detailed information on the Ca2+-induced changes has been ex-
tracted through simultaneous EIS characterisation. The Bode plot in
Fig. 8 shows that the magnitude of impedance has recovered slightly
above the HEPES level, which is associated with a significantly de-
creased conductivity at the interface layer, suggesting an interface
structure with reduced CPEDl and/or increased RLeak. This behaviour
appears to result from the formation of an extensively ruptured rigid
layer, which on one side reduces the capacitance of the layer while on
the other reduces the surface leak conductivity by neutralisation of
charge carriers through the Ca2+ reaction. As shown in Table 1, CPEDl
has decreased by 38%, while RLeak increased by 14%. Moreover, CLipid
practically vanished, further supporting our notion on the electrical
characteristics of the ruptured surface. Both the acoustic and the EIS
responses underwent extensive signal recovery towards the base HEPES
levels. The SAW resonance frequency and RLeak have shown a moderate
recovery, which is due to the partial, but not complete removal of
weakly adhered reservoir vesicles. The remaining MLVs are trans-
formed into the double bilayer during the spreading process. The
magnitude of peak conductance, and CPEDl recovered almost to the
levels of HEPES, which we attribute to the loss of a homogeneous lipid
double bilayer in the rupturing process.
5. Materials and methods for the lipid assay
5.1. Chemicals
Soybean Polar Lipid Extract (SPE) purchased from Avanti Polar
Lipids, Inc. (USA). Chloroform and 4-(2- hydroxyethyl), PBS tablets,
and piperazine-1-ethanesulfonic acid (HEPES) solution (1M) were
obtained from Sigma-Aldrich (Missouri, USA). Calcium chloride (CaCl2)
was purchased from KEBO lab (Sweden). Two different fluorophore-
conjugated lipids were used for labelling. 2-Dioleoyl-sn-glycero- 3-
phosphoethanolamine with the fluorophore ATTO-488 (ATTO488 -
DOPE) [Fig. 9a] was purchased from ATTO-TEC (Germany) and the 1,2-
dipalmitoyl-sn-glycero-3-phosphoethanolamine-N-(lissamine rhoda-
mine B sulfonyl) (ammonium salt) (16:0 Liss Rhod PE) was purchased
from Avanti Polar Lipids [Fig. 9b–e].
6. Vesicle preparation
The multilamellar lipid vesicles were composed of SPE, consisting of
PE (phosphatidylethanolamine) 22.1%, PI 18.4%, PC 45.7%, PA 6.9%,
and other lipids 6.9%. The lipid mixtures in the fluorescent micrographs
contained fluorescently labelled lipid ATTO488-DOPE (1 wt%) or
Rhodamine-PE (1 wt%). The giant vesicles were prepared as described
in [55] and stored in 0.5 mL Eppendorf tubes at −20 °C until use.
A glass coverslip (Menzel Gläzer 24×60) with 100 nm surface
coating of SiO2 was prepared by reactive sputtering. A PDMS ring was
placed on top of the surface, and 500 μL 10mM HEPES buffer (pH 7.4)
was placed inside the PDMS ring. An addition of 60 μL of the giant lipid
vesicle suspension was placed inside the HEPES buffer solution for
10min. Thereafter, the HEPES buffer was exchanged for a solution of
CaCl2 solution with the concentration 5mM. After 10min, the solution
was exchanged again with HEPES buffer and imaged.
Stereo-fluorescence microscopy: A Leica M205 FA upright fluores-
cence stereo microscope, equipped with a 1× ‘Planachromat’ main
objective, an external halogen light source, and the GFP and DSR filter
sets, was used for obtaining Fig. 9a.
Microscopy: A confocal laser scanning microscopy system (Leica
SP8, Germany), with HCX PL APO CS 40× oil objective (NA: 1.25) was
used for acquisition of confocal fluorescence images (Fig. 9 b–e). The
excitation wavelength for the imaging of the Rhodamine-PE was pro-
vided via a white-light laser source (Leica) at 560 nm and the emission
was collected at 583 nm using a hybrid fluorescence filter.
7. Conclusions
Operation of a combined surface acoustic resonance and impedi-
metric sensor within the confines of a single sensor die was demon-
strated. The sensor was designed in a tandem arrangement, in which
both sensing circuits physically share surfaceprinted components, in
this case interdigital electrode fingers, but are operated in different
frequency ranges through two electrical interface ports. The proposed
integration SAR-EIS scheme demonstrates crosstalk below −60 dB, and
enhanced sensitivities towards particle and molecular film deposits at
the sensing surface, and their calcium ion-induced transformation into
each other. The obtained multiparametric sensor response was dis-
cussed with respect to the expected and observed phenomena, pro-
viding a first impression of the rich information that can be acquired by
a tandem sensor. The SAW and the EIS responses are not only
Fig. 9. Fluorescent micrographs of a) MLVs deposited on the sensor surface – the shape of the two fluidic chambers is outlined with a dashed contour; b) Individual
spherical lipid reservoir (MLV) containing multiple stacked layers of lipid membranes (onion shell vesicle). The MLV in (b) is structurally representative of, but not
identical to, the vesicle encircled in (a); c) Double lipid bilayer membrane formed by self-spreading from the MLV (bright spot at the center) upon addition of Ca2+ to
the ambient buffer; d) Lipid membrane after removal of excess lipid reservoirs due to an applied hydrodynamic flow; e) Continuing spreading causes an increase in
membrane tension, eventually resulting in rupturing of the upper bilayer membrane.
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complementary in view of detecting the nature of the molecular layer
structures and their properties, but also provided insights into possi-
bilities for further improvement of the sensor figures of merit.
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